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NATIONAL ADVISORY COMMITTEE FOR AERONAUTICS 
TECHNICAL NOTE 2839 


DEVELOPMENT OF TURBULENCE-MEASURING EQUIPMENT 


By Leslie S. G. Kovasznayl 
SUMMARY 


Hot-wire turbulence-measuring equipment has been developed to meet 
the more-stringent requirements involved in the meas-rement of fluciua- 
tions in flow parameters at supersonic velocities. The higher mean speed 
necessitates the resolution of higher frequency components than at low 
speed, and the rr .atively low turbulence level presertí at supersonic 
Bpeed makes necessary an improved noise level for tbe equipment. The 
equipment covers the frequency range from 2 to about 70,000 cycles per 
second.  Constant-current operation is employed.  Cocpensation for hot- 
wire lag is adjusted manually using square-wave testirg to indicate 
proper setting. These and other features make the ecuipment adaptable 
to all-purpose turbulence work with improved utility end accuracy over 
that of older types of equipment. Sample measurements are given to 
demonstrate the performance. 


INTRODUCIION 


The hot-wire technique at low subsonic speeds has become a standard 
tool of turbulence research. When high-speed ard sutersonic wind tunnels 


` appeared, the interest was focused more on the effects of compressibility 


then viscosity. This led to the accumulation of a wealth of data on 
supersonic flow devoid of quantitative measurements relating to the 
effects of the viscosity and, in particular, with resrect to the prop- 
erties of the turbulence that was present. 


The natural development now calls for information on turbulence in 
supersonic wind tunnels just as it was needed in the case cf low-speed 
wind tunnels in the last decade. 


ithe author, who is Associate Professor of Aerorautics, The Johns 
Hopkins University, served as .a consultant to the National Bureau of 
Standards for this investigation, which was part of a cooperative pro- 
gram conducted at NBS under NACA spousorship and at the Johns Hopkins 


University under the sponsorship of the Bureau of Orénance, U. S. Navy 
Department . ; 


= 5 一 一 一 一 ——— M —ÀáM ص‎ n— MM ہام‎ M لئے —— س م‎ - € 
ےت ٭‎ E تة ت‎ e 


< NACA TN 2839 


The feasibility of using hot wires in a supersonic flow was first 
demonstrated by Dryden and Schubauer in 19h6, when they operated a 
0.0003-inch-diameter tungsten wire in the Aberdeen wind tunnel and 
observed fluctuations with it. (This work is unpublished.) This type 


of measurement was repeated in the Langley 9-inch supersonic tunnel at 
Langley Field in late ۰ 


It became apparent, after a closer examination of the و‎ that . 
there were three major problems to be solved before actual turbulence 
Measurements could be obtained in supersonic flow: 


(1) -To extend the response of the hot-wire probe and its associated 
equipment to much higher frequencies 


(2) To determine whether King's law for the heat loss from a wire, 
applicable to incompressible flow, may be applied to compressible-flow 
computations 


(3) To interpret the measurements obtained in a compressible flow, 
where tnere are three parameters of the flow instead of the velocity 
alone, as in the low-speed case 


The attack on these problems was conducted in seperate phases. The 
development of hot-wire equipment capable of handling signals up to 

50 to TO kilocycles with a tolerable noise level is presented in this 
report. The work on the determination of the laws of heat loss from 
wires and wire sensitivity in supersonic flow was conducted at The Johns 
Hopkins University and reported in references 1 and 2. 


The present project was conducted under the sponsorship and with 
the financial assistance of the National Advisory Committee for 
Aeronautics. The work was carried on in the Electronics Division, 
Engineering Electronics Section, of the National Bureau of Standards and 
is one phase of a joint project undertsken by NBS under the sponsorship 
of the NACA and by the Johns Hopkins University under the sponsorship of 
the Bureau of Ordnance of the U. 5. Navy Department. By informal arrange- 
ment, the author, who is associated with the Johns Hopkins University, 
spent part time in the NBS laboratory directing the design and construc- 
tion. The author wishes to express his thanks to Dr. H. L. Dryden, who 
originated the cooperative arrangement between NBS and the Johns Hopkirs 
University, and to Dr. G. B. Schubauer, who assisted in putting it into 
effect and promoted the work by his support and interest. The author is 
much indebted to Mr. Merlin Davis who did most of the detail design and 
experimental work. In addition, his conscientious help with the compila- 
tion and assembly of the report material was invaluable. Thanks are due 
to Mr. J. G. Reid, Jr., for supervision of the work as well as for his 
many valuable suggestions, such as the usé of the biased-diode system of 
square-law detection, and to Mr. H. H. Parnell who helped with procure- 
ment and shop problems. Thanks are due to the Ballistic Research 
Laboratories of Aberdeen Proving Ground for their assistance in giving 
wind-tunnel time to test this equipment. 
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SYMBOLS 

x space coordinate parallel to mean-fiow direction 

ly resolution length, inches 

U mean velocity, feet per second 

f frequency, cycles per second 

fmax maximum frequency, cycles per second 

M time constant of thermal lag in hot-wire, seconds 

H heat loss of wire per unit time و‎ ergs per second 

1 hot-wire length, centimeters 

T temperature absolute, 9K 

Tu wire temperature when heated, °K 

Te equilibrium temperature attained: if wire is unheated, OK 
Te reference temperature (usually 2739 K), OK 

À', B' convection constant, centimeter-gram-seconds 

R resistance of wire, ohms 

Ry resistance of wire at 二 Ty, Ohms 

Re resistance of wire at temperature Te, ohms 

Re resistance of wire at reference temperature Tr, ohms 
a. temperature coefficient of resistivity defined at Tp, 1 per °C 
پ8‎ dimensionless overheating ratio tS 

Bu! dimensionless overheating ratio (em) 

e 
8 لژل.۔.‎ dimensionless overheating ratio e aet) 
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NACA TN 2839 
heating current, amperes. 
thermal capacity of wire, ergs per Oc 


thermel energy accumulated in wire, ergs 


characteristic current of wire necessary to attain a," = 1 
at U = O, amperes 


characteristic velocity of wire, centimeters per second 
voltage, volts 

mean voltage drop across wire, volts 

voltage fluctuation, volts _ 

velocity fluctuation, centimeters per second 


voltage fluctuation produced by 1 percent velocity fluctuation, 
volts 


characteristic voltage of wire (?ReIo) 


virtual voltage fluctuation that would be produced in 6 
of thermal lag, volts 


heat input of wire, ergs per second 


thermal lag constant of a particular wire, square amperes 
times seconds 


time constant of wire when operated unheated (resistance 
thermometer), seconds 


voltage signal that would be attained without thermal lag, volts 
imaginary unit (Y-I) 
equilibrium temperature ratio (Te/To) 


T,- T 
T temperature loading انیت‎ 
0 
Ta stagnation temperature, “K 
AT5 stegnation temperature fluctuation, OK 


Ru. ‘Nusselt number 
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Kuo 


p 
Ap 


Ko 


Ho 


m d M c 


H 


“a 


Nusselt number at stagnation temperature 


^ 


density, grams per cubic centimeter 


density fluctuation, grams per cubic centimeter 


heat conductivity of air at stagnation temperature, ergs per 


centimeter per second per 9C 


viscosity at stagnation temperature, poises 


diameter of wire, inches 


voltage 
volts 


voltage 
tion, 


nondimensional parameters depending on operating conditions of 


wire 


fluctuation caused by 1 percent mass flow fluctuation, 


per percent 


fluctuation caused by 1 percent temperature fluctua- 


volts per percent : 


nondimensional constants of supersonic hot-wire heat loss 


nondimensional parameters depending on hot-wire Reynolds 


number 


Reynolds 


characteristic Reynolds number of wire 


number 


arbitrary random functions of time with zero time average 


correlation coefficient (EE 


time, se 


conds 


EX 


mean square of sum of two signals ((a + v2) 


mean square of difference of two signals (a = »)2) 


ratio of root-mean-square values of two signals 


ratio of mean-square sum and difference (v/£) 
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- 


deflection of ratiometer needle 


p 
L self -inductance, henrys 
Em tube transconductance, mhos 
1 amplification factor 
Rn meter resistance in square detector, ohms 
e! input voltage to diode circuit, volts (e - IRm) 
AV bias voltage step, volts 
m percent mass-flow fluctuation {100 > U 
mot i (Aro) 
percent stagnation-temperature fluctuation 100 
0 
Rat mass-flow-temperature correlation 
() time average 


GENERAL REMARKS ON HOT-WIRE METHOD 


The hot-wire method for measuring turbulent fluctuations of the 
flow parameters essentially relies on the law of heat loss from a fine 
wire located in an air stream. 


For the usual condition, when the mean flow is large compared with 
the turbulent velocity fluctuations, the whole turbulent pattern is 
swept by the wire and, as a first approximation, one can assume that 
the time history recorded by & stationary hot-vire probe is really a 
record of the moving turbulence pattern along the space coordinate x 
parallel to the mean-flow direction. Similarly the long-range behavior 
of the turbulent pattern in time is identified with the change in condi- 
tions downstream along the coordinate x. This interchange of space 
and time coordinates becomes justified, in the limit, as the turbulent 
velocity vanishes compared with the mean flow. This approximation 
enables one to estimate the resolution in space from the frequency 
response of the equipment. The hot-wire has two rather important limita- 
tions. One is the nonlinearity with velocity; the other is the finite 
resolution in time and, consequently, in space. 


ےس yer‏ ہے۔۔ سد سح ہے 
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Since heat loss is not a linear function of velocity, 1t is rather 
impractical to measure turbulence with zero mean motion. .` No distinction 
between the positive 0 negative values of the velocity is possible 
because the wire responds oniy to the absolute magnitude .of the velocity. 
As a result of this situation, the hot-wire is used almost exclusively 
in flows where there is a substantial mean flow and the turbulent fluc- 
tuations and the sensitivity coefficients will depend only on the mean 
operating conditions. 


The resolution length in the direction of tLe wire is the wire 
length itself, and its effect on measuring space characteristics 
(correlation and spectra) is given in references 3 and 4. The resolu- 
tion length in the flow direction is governed primarily by the frequency 


response of the system. Define 1, = uS where fmax is the maximum 


frequency of the amplifier, that is, where T is no substantial loss 
of response, and U is the mean speed of air flow. Figure 1 shows the 
quantitative relationships. The "resolving power" can be represented 
by en area having as sides the length of the vire and the resolution 
length 1, in the direction of flow. The resolution length in the 


tbird dimension is negligible, compared with the two lengths mentioned 
before, because it is governed only by wire diameter, 98 is always 
emall 8 with the length. 


The thermal lag of the wire is large enough to make the unaided 
wire impractical, even for measuring turbulence at low speed. The real 
advantage of the hot-wire method, however, is not <= much its small time 
lag, but the fact that the lag obeys & simple law; therefore approximate 
compensation can be applied satisfactorily. For higher frequencies the 
response of the hot-wire falls off inversely proportional to the fre- 
quency. If compensation can be achieved up to a factor of 100 (40 db), 
this will extend the useful frequency range by the same factor. If the 
useful band is assumed as extending up to the "3-decibel point" (approxi- 


mately 70-percent response in voltage), then the new frequency limit with 
compensation is as follows: 


, 


M, milliseconds . . . . . . . . 。 。 . . . o 1.6 1.0: 0.8 0,4 0.2 
Snax ۳6/8۵6 همم‎ 5*2». 10 16 20 ho 80 


The use of fine wires, and consequently low time-constant values, 
permits higher frequencies but introduces serious mechanical difficulties. 
Any other turbulence-measuring technique which might be suggested in 
place of the hot-wire must offer á better resolving power without loss in 
absolute sensitivity if it 1s to be an improvement over the hot-wire. 


The sensitivity of the hot-wire probe can be derived from the law 
of heat loss from wires. "The wire responds to fluctuations in the 
heating and cooling conditions imposed by the electric circuit and by 
the air flow. The static and dynamic equations applying to hot-wire 
performance in the case of sn incompressible-flov medium will be derived 
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as a basis for the design of the equipment, particularly in regard to 
the choice of the hot-wire thermal-lag compensation system. 


The preliminary experiments with hot wires in supersonic flow 
(references i and 2) have proven that the heat-loss functions are not 
substantially different from those in incompressible flow, nor is there 
any difference in the order of megnitude. This being the case, the well- 
established results for incompressible flow can serve as a guide in 
determinirg orders of magnitude. ‘in fact, this was the procedure fol. 
lowed to find the design requirements for the development of the present 
equipaent,.since systematic data on wires in supersoiic flow were avail- 
able only in the latter phase of the work. 


The following formula derived by King (reference 5) represents the 
heat loss in lncompressible flow for & wire of small diameter: 


= (T. - Te)(A'W + B') (1) 


Using wire resistances Ry and Re corresponding to. Ty and Te, 
a useful temperature factor may be defined as follows: 


Re‏ - و 
پاپ Lo.‏ 
8X DE RE‏ 


se 


Since a, the temperature coefficient of resistivity, is defined in 
terms of a refererce temperature Hg by ; 


Ry = Re[1 + a(Ty - (| | (2) 


other useful temperature factors are: 


_ Ry - Re 
ay = . Re 


and 


_ Re - Rf 


These become important ص1‎ - temperature measurements. 
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| The conservation of energy requires that the difference between 
heat generated in the wire and heat lost to the air be equal to the 
thermal energy accumulated in the wire, so 


2 | ےم‎ dT, 
I^-R, - UTw - Te)(A'YU + BY) = Cp سب‎ (3) 
where Cp is the thermal capacity of the wire: 


_ ag 
Cr = کے‎ ۱ 


If the mass of the hot-wire is small and the fluctuations are slow, 
the right-hand side-of equation (3) can be negiected and a quasi- 
equilibrium equation of state obtaired: 


IR, = (Ty - Te)(A' fU + B') (38) 
For convenience, equation (38) can be transformed into a nondimensional 
representation 
2 2n 
2 1 — (E y ) m 
z 0 ۱ 
` .where 
LB" 
10 Ra 
and 
2 
B' 
Ug = ILL 
A? 


The new constants Rp, Ip, and Ug are characteristics of eny given 


wire and have the dimensions of electric current and of velocity in 
eddition to the temperature factor previously mentioned. Equation (4) 

is formulated in terms of the three furdamental hot-wire variables U, 

I, and ay'. Their functional relationship is shown in figure 2. Keeping 
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one variable sone tant, the — hotzvike 0.09 90 are obtained 
as orthogonal رجہ ےت‎ 


At constant temperature ay' = Constant the square of the heating 


current is a linear function of the square root of the لہ وتف‎ At 
constant current I = Constant the temperature factor a,’ decreases 


with increasing velocity. At constant velocity U = Constant the 
temperature increases faster than linearly with increasing heating 
current. 


The hot-wire, operated in an electrical circuit which provides it 
with a constant heating current, responds to the velocity fluctuations 
by temperature fluctuations. These temperature fluctuations are recorded 
as voltage fluctuations. The value of voltage fluctuations at constant 
current is l 


 _ Sw! AU (5)‏ عم 
| 0 € 


e 1 + Uo 
U 


where Ae stands for the voltage fluctuations (departure from the mean), 
- IR, is the mean direct-current voltage drop &cross the wire, and 


AJ is the velocity fluctuation. The negative sign indicates that the 
wire responds with a voltage decrement to a velocity increment. A 
nondimensional form of voltage-fluctuation ات‎ valid for all 
wires at zero Mach number is 


Ael I, U 
eo (o ریہ‎ y) (6) 


with وه‎ = 2Reig as a characteristic voltage and Ae, as the voltage 


fluctuations caused by l-percent velocity fluctuations. The plot is 
given in figure 3 and índicates that the sensitivity increases with both 
increasing velocity ratio and increasing mean wire temperature. The 
results thus obtained are valid only “cr slow fluctuations because the 
right-hand side of equation (3) was neglected. For faster fluctuations 
the thermal lag becomes appreciable. Detailed analysis shows that, 
within the reach of the linearized theory of fluctuation response, the 
thermal lag obeys a simple law 


dAe 
Ae + M GE = “y (7) 
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where Le, is the voltage ‘fluctuation that would have been obtained in 


a thermal quasi equilibrium (equation (38)) and M is the time constant, 
depending cn the operating conditions. The time constant is, in general, 


- sU 


C 
T 
M = 天 一 -一 一 一 | (8) 
an) _ (aw 
oT, oT, 
where Cm is the heat capacity of the wire. With King's law and linear 
dependence of the resistance on the temperature 


M= n (9) 


where n is a constant, depending upon the properties of the wire. For 
constant velocity, it will be noted that I? becomes a unique function 
of &,', for the time constant is then simply proportional to the wire 
resistance. Where Mg is the extrapolated value for an unheated wire 
(ay! 一 > 0), 


M = Mo(1 + ayy!) (10) 


(This value applies 1f the wire is used as a resistance thermometer to 
pick up temperature fluctuations.) The hot-wire thus has four calibra- 
tion constants: Rf, Uo, Ig, and n. Orders of magnitude for practical 
hot-wire probes constructed of platinum and tungsten wires varying in 
diameter from 0.00005 to 0.0003 inch are as follows: Rf, 5 to 50 ohms; 
Uo; in to D ۶ per second; lg, 25 to 150 milliamperes; and 
n, 10-* to 10^? square amperes times seconds. ۱ 

The thermal-lag effect (equation (T)) can be determined for sine 
waves, and it can be easily shown that the equivalent circuit is ۵ 
passive four-pole network with a time constant M. The transfer function 
is complex 


A 1 
Ae, l4 01 | a 
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wnere Aey is the signal of virtual voltage fluctuation proportional 
to the velocity fluctuation and Ae is the actual voltage fluctuation. 
The vector diagram is given in figure با‎ and shows both the amplitude 
reduction and phase lag 


-i tani(2rfm) . 
ع۵‎ _ 一 e-i ten" (2xfM) (12) 


Ae 
* yi + (2xfM)* 


The amplitude reduction for the usual range of time constants is given 
in figure >. This figure clearly indicates that the hot-wire anemometer 
cannot be used for measuring repid fluctuations unless the thermal-lag 
effect is substantially reduced by some compensating system. This was 
first successfully achieved by Dryden and Kuethe (reference 6). Since 
then & number of other systems have been devised for reducing thermal- 
lag effects. These will be discussed more in detail later. 


一 


The heat loss at supersonic velocities has been determined experi- 
mentally and data are given in references l and 2. The fluctuation 
sensitivities have been determined by logarithmic differentiation. 
Experiments for & complete range of Mach numbers have been carried out 
by Lowell (reference 7) on wires of a large diameter (0.003.in.), but 
his main attention was focused more on the measurement of mean-flow 
parameter values than on turbulent fluctuations. 


The results of the experiments conducted in supersonic flow can be 
summacized as follows. The unheated wire, when exposed to a supersonic 
air stream, reaches an equilibrium temperature between 93 and 98 percent 
of the stagnation temperature. 


(13) 
۲ = 0.93 to 0.98 


The variation of n with Mach number is available from experimental data. 
If the wire is heated to a temperature Ty, the heat loss is proportional 
to Ty - Te as a first approximation. For higher temperatures there is 
a substantial nonlinear effect. This nonlinear effect does not seem to 
depend much on the Mach number. Figure 6 shows this variation as & func- 
tion of temperature loading. 
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The variation of heat loss on flow parameters can be represented 
nondimensionally with the Nusselt number ss a function of Reynolds 
number and Mach number. If an appropri&te combination of flow parameters 
is used to form the Reynolds number, the dependence on the Mach number 
disappears and the Nusselt number becomes a linear function of the square 
root of the Reynolds number. 


Nu - TED z : — ~ sa - CT) (14) 


Values of A=0.58, B = 0.8, and C = 6.18 were found experimentally. 
These results are shown in figure 7.. 


According to equation (14), the hot-wire responds to mass flow and 
stagnation temperature, and the fluctust*on sensitivities can be c mputed 
accordingly. The wire is sensitive to mess-flow fluctuations and to 
Btagnation-temperature fluctuations. Tf the voltage fluctuations caused 
by 1 percent mass flow and 1 percent absolute stagnation-temperature 
fluctuations are denoted Dy Ae, and Asn, respectively, the voltage 


fluctuation across the wire becomes (equetions (8a) and (8b) of refer- 


ence 2) 
_ Alpu) Mo ۱ 
Ae = -100 Aeg “A= diea E à (15) 
IR 3 
^em ہے تع ےو‎ (16) 
IR. 
fer = 100 ال‎ - 0.38" - 0a) ۱ (17) 


wore n isg defined by equations (13) and g accounts for the non- 
linearity of ħeat łoss with temperature end y and z depend on the 
Reynolds number: 
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The separation of root-mean-square mass-flow fluctuation and root-mean- 

square temperature fluctuation and the correlation between the two can 
ES be determined by taking measurements of mean-square fluctuations with 
the wire at different operating temperatures. 


Ñ ae = C - 
pro us t 

nm i 1 7 Cay' 1 م8‎ . 

56 - 
(19) i 

g = aly,‏ ۱ ا 

, 

i Re 
| (20) 

可 

| 1 + ay = Ro 

| 

M {Re - 2 0 

j = 

| | Re - Reo 


The sensitivity coefficients Ae, and Aep and their ratio are 
given as a function of ay' in figure 8. 


GENERAL DESIGN CONSIDERATIONS 


The equipment is intended to indicate turbulent-velocity fluctua- - 
tions and their time derivatives at either one of two points in an air 
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Stream and tc measure meen-square values and mean products of fluctua- 
tions and their derivatives. These afford the more commonly known 
statistical quantities, such as turbulent intensity, turbulent energy, 
correlation coefficients, scale, and shearing stress. In additicn it 

is intended that the equipment should provide the basic units to which 
other circuits and instruments may be attached when it is desired to 
obtain other statistical quantities. For example, these may be frequency 
analyzers to obtain the spectrum, or statistical analyzers to obtain 
probability distributions. 


Commonly used hot-wire arrangements were also taken into consídera- 
tion when laying out reguirements. These arrangements are the single- 
wire probe with wire normal to the wind and the X-wire probe with a pair 
of wires, one at a positive angle to the wind and one at a negative angle 
to the wind. These are well-known types used in the measurement of the 
three mutually perpendicular components of the velocity-fluctuation 
vector. Since it was known to be necessary in many cases to use two 
such probes and to compensate them separately for lag, two channels 
were desirable. 


Features that would make possible the measurement of turbulence in 
high-speed wind tunnels were placed uppermost among design considera- 
tions. The extension of response to higher frequencies was therefore 
the primary requirement. The turbulence level to be measured, on the 
other hand, is expected to be quite low; therefore the noise level 
imposes limits on the sensitivity. These requirements suggested the 
decision in favor of conventional compensation (inverse circuit) instead 
of & constant-temperature negative feedback system (see section entitled 
"Compensating Amplifiers.") 


Early in the work it was decided that the problem of measuring 
turbulence at very high speeds should be approached by first analyzing 
and perfecting the fundamental techniques and apparatus necessary for 
such measuréments, rather than by a hurried attempt to place hot-wires 
in & supersonic stream before the behavior of such wires and their 
response characteristics were known. Therefore it was decided to build 
equipment of a permanent type, which would be rugged and easy to service 
and check. In other words, the object was to avoid operational dif- 
ficulties that so often plague a temporary laboratory setup. Such qual- 
ities become of inestimable value when experiments are undertaken in 
large supersonic wind tunnels where test time is at a premium. Another 
advantage is that the equipment then would follow commercial practice; 
that is, a certain function is performed inside a "box" without special 
attention from the operator. Because the art of using hot-vires at 
supersonic speeds is so new, it was felt imperative that the equipment 
should have as great & versatility as possible. This quality has been 
achieved in the present equipment. to a gratifying degree. 


+ 
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The possibility of using two hot-wire probes &t two different points 
in the flow field, where the operating conditions may be quite different, 
led to the use of two independent amplifier channels. If the correlation 
coefficient is to be measured between two fluctuating quantities, the 
necessary sum-and-difference signals can then be produced after compensa- 
tion'and amplification. The advantages accruing from the use of grounded 
rather than ungrounded input circuits and possible means for reversing 
the polarity led to a decision in favor of push-pull amplifiers in all 
of the circuits. The direct measurement of the correlation coefficient 
is made possible by using a ratiometer to read directly the ratio of 
mean squares of the sum-and-difference signals from two hot-wires. This 
objective calls for a high-power output squere-law detector, a require- 
ment which led to the development of the biased-diode type of squaring 
circuit. The two independent channels, each built with push-pull ampli- 
flers, naturally permit the measurement of correlation in the ordinary 
way, namely, by forming the sum and difference of the two signals of the 
two wires before feeding them to the amplifier. The correlation coef- 
ficient of two variable quantities a(t) and b(t) that have zero 
averages is 


ab 
Rab = دے ہے‎ (22) 
۷۶ ٤2 
The bar denotes time average: 
X= lim E x(t) at (23) 
l 下 一 > o -T 


, If the mean square of the sum and difference is formed, the mean product 
is easy to obtain: 


E = (la + b)? 
(24) 
V= (a - p)? 
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(26) 


If the mean-square level of the two signals is adjusted to be identical 
€ = 1 and 


l- 
Rap = E-V 1+ 


= کح‎ == f(r) (27) 


where 


V 


r 3 «= 
ve 


In this particular case the correlation coefficient becomes a unique 
function of the ratio of the mean square of the sum and the mean Square 
of the difference. 


The direct-current ratiometer is a two-coil instrument with practi- 
cally no restoring force. The moving system assumes & position so that 
the opposite torques on the two coils are equal. The torque is propcr- 
tional to the current in the coil and also to the magnetic field. The 
pole pieces are shaped in such & way that the magnetic fields vary con- 
tinuously. The condition for equilibrium depends only on the ratio of 
the two currents I; and Io. The deflection of the needle f can be 


expressed approximately by 
hh 1 
B = tan 1^ tan *r (28) 


Since the correlation can be uniquely expressed in terms of the ratio r, 
the instrument can be scaled directly in correlation coefficient in addi- 
tion to the ratío scale. With the tangent approximation the correlation . 
scale becomes 


a e mcs 


ee (29) 


giving an almost uniform scale with Ray = 0 in the center and Ray = 1 
and Rap = -l at the two ends. l 


Since the equipment was expected to be used under circumstances 
where there had been little previous experience with respect to wire 
thermal lag, that is, at supersonic flow, provision has ¡been made to 
measure the thermal lag of the wire. 8 is done by the square-wave 
method described in reference 6. The problem of feeding square-wave 
current pulses into & relatively low-impedance hot-wire circuit neces- 
sitated the use of a power amplifier. The presence of a power amplifier, 
on the other hand, provided a simple solution for control of the hot- 
wire heating current. 


The units of the equipment must perform a x variety of functions 
that are listed 080 


(1) Supplying a controlled heating current to the wires 
(2) Measurement of the heating current (0.1-percent accuracy) 
(3) Measurement of the hot-wire resistance (mean resistance) 


(4) Combination of the voltage output of iwo wires (sum anà 
difference) 


(5) Superposition of square-wave ی‎ on wire-heating current 
(6) Amplification of bot-wire signal | 
۱ (7) Compensation for thermal lag 
(8) Rejection of signals of higher frequency than desired 
(9) Measurement of root-mean-square signal output of amplifier 
(10) Equalization of two compensated output signals 
۱ (11) Formation of sum-and-difference signal from two channels 


(12) Amplification of combined signals 
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(13) Differentiation of signal (once. or twice) with respect to 
time - 


(14) Squaring of a signal 
(15) Forming the ratio of two squared signals (mean square) 


A- 


(16) Suppling known-magnitude root-mean-square signals for 
calibrating the channels ۱ 


(17) Suppling known time-constant circuit for calibrating ana 
checking thermal-lag compensation 


. in addition to these basic functions, the amplifiers must be sup- 
plied with appropriate forms of power which are controlled and metered. 
Sine-wave and square-waye generators are used for calibration purposes. 
An oscilloscope is used to monitor the output signal. The hot-wire 
heating current is measured by the voltage drop across & resistor in 
series with the wire by the aid of a direct-current potentiometer. 

The various functions listed above are performed in the different 
units as follows: 


(a) Two control units: (1), (2) partiy, (3), (4), ana (5) 
(b) Two compensating amplifiers: (6), (7), and (8) 


(c) One service unit: (9), (10), (11), ana metering power for two 
compensatinz amplifiers 


(d) Two power units: (12), (13), ana (14) 
(e) One calibration unit: (2) partly, (16), and (17) 
(£) Auxiliary equipment l-cluding ratiometer: (15) 


The block diagram of the eqiipment is given in figure 9 and the 
auxiliary equipment is shown by lighter lines. A photograph is shown 
in figure 10. The breakdown of the equipment into units is mainly 
dictated by the flexibility desired, and also by the order of magnitude 
of signals to be handled. The range of the quantities to be measured 
was cautiously bracketed and the preliminary design data follow: 
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Plátimum-hot-wire diameter, in. 0.00005-0.00025 


Tungsten-hot-wire diameter, in. +...» و‎ © © è» © 。 0.00015-0.00030 
Hot-wire resistance, ohms +... « © « و و © © © وه © وه‎ 2-100 
Hot-wire heating current, MA... . نٹ‎ . e © © © 。 و و‎ 10-300 
Time constant of thermal lag, milliseconds ۰ . . . . . 0.1-5.0 
Voltage signal from wires, mv 。。。。。。。。。。。。 a0.1-100 
Output signal from compensating amplifier (maximum 

output before overloading), volts 。。。。。。。。， 10-20 


The breakdown of the total amplification between (b) ard (d) is such 
that the compensating amplifier has an approximate amplification of 
10,000, with an output impedance of 3000 ohms (each side of push-pu21). 
This results in an output-voltage level of 1 volt for a 100-microvolt 
input. Further manipulation of the signal, therefore, 1s performed on 
a level of the order of 1 volt or more, The power unit has a maximum 
amplification of the order of 50 and its output is of the order of 30 to 
O volts. The square detector supplies a current of the order of 
0.5 milliampere into a load of 1500 ohms, which is adequate for the 
ratiometer. All attenuators have ratio steps of 1: 2, making a ratio 1:2 
after squaring. By manipulaticn of the attenuator control the readings 
of the square type detector are alwaya in the more accurate region of 
the scale. 


In the following section the individual units will be described in 
detail. : - 


DESCRIPTION OF EQUIPMENT 


Control Unit 


There are two identical control units, one for each channel. The 
detailed circuit diagram is given in figure ll. The switching operations 
which apply. to these terminal points are given to the right of the circuit 
diagram and the switch-connecting points are labeled to correspond with 
those on the main diagram. The front view of the control unit is shown 
in figure 12 and the top and bottom views of the wiring are given in 
figures 13 and ll. The main functions of the control unit are: 


(1) Control of heating current in the wires 


(2) Measurement of wire resistance (mean) under both hot and cold 
conditions 


اس 


8 ۳ 
Not taking into account thermal-lag effect. (Actual input signal 
is attenuated additionally by lag involving a factor 2-20.) 
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(3) Combination of wire signals before feeding them to the com- 
pensating amplifier ' 


(4) Superposition of square-wave current pulses to the heating 
current for measurement of thermal lag 


One end of each hot-wire is always connected to the ground, and 
one side of the battery and the square-wave generator is also grounded. 
This is considered a rather important design feature of the equipment, 
especially when high frequencies are occurring in the signal, because 
neither floating wires nor floating batteries could be tolerated. 


The circuit consists of three parts: 
(a) Current control 

(b) Multiple bridge 

(c) Switching arrangement 


the heating current is controlled by six power tubes (25L6-G) anà the 
multiple bridge represents the cathode load (see fig. 15). This cathode 
follower type of operation greatly facilitates the superposition of any 
current fluctuations such as square Waves on the control grids. The 
current is controlled by the grid bias from a stabilized voltage divider. 


The measurement of cold resistance of the wire reguires very small 
currents (1-10 ma). Special provisions were made to feed & small current 
to the wires directly from the voltage divider, since the tubes pass a 
larger current even at zero grid bias voltage. -. 


The multiple bridge consists of six parallel arms (fig. 11). Each 
arm acts as a voltege divider and a certain positive potential with 
respect to ground appears on points 8, a, 85, bo, b, and h. The 


resistance-measuring arm consists of R27， R30» and K9.12- The bridge 


ratio is 10:1 and resistance values up to 100 ohms can be measured in 
0.01-ohm steps. ۱ 


By appropriate switching the direct-current potential differences 
can be detected by the galvanometer, thus giving resistance measurement 
or resistance comparison (e.g., two wire probes). The alternating- 
current potential fluctuations can be fed to the compensating amplifier 
both separately or in appropriate combinations. The heating current is 
accurately measured as a voltage drop across standard resistors by means 
of a direct-current potentiometer (located in the calibration unit). The 
standard resistors Rog and Rag are placed in series with each wire and an 


extra one Roo. is in- series with the whole bridge. The value of the latter 


~ 


-o— A پوس‎ A wm ہے چہ‎ cle ی‎ en ARA چد ہے > سےےم‎ a + ا ر‎ pcm ہہ ےد‎ a ےہ مہ سر‎ r e we ban اسر‎ 一 人 人 一 一 一 = Ee ےے۔ 、 سی سے‎ 
0 7 i ra 
> 5 1 + E 
ہے‎ 


- 


is chosen to give the same voltage drop as the individual ones if two 
wires are used. The principal switch $15 has five combinations for 
measuring a .single wire or the sum and difference of two wires. 


The combination of two signala before amplifying requires the use 
of rather well-matched wires. If the two wires have slightly unequal 
lengths, and therefore resistances (less than 10 percent), a special 
matching circuit (fig. 16) can reduce the effective length of the wire 
by tapping off a reduced potential from points ay and b2. Since the 


compensating amplifier has a push-pull input, neither side requires 
grounding. This gives the possibility of measuring the difference out- 
put of two wires. The half sum of the signal from the two wires can be 
obtained by tapping off the midpoint of a 1:1 voltage divider between 

the two hot-wire potentials (point e). In this way the sum-and-difference 
signals can be obtained before amplification, and correlation coefficient 
can be measured in the conventional way. 


On the other hand, if the correlation coefficient is measured by 
the ratiometer, each probe is connected to one separate control unit, 
each signal is amplified and compensated separately, the sum and dif- 
ference are formed in the service unit, and the mean squares are 0 
by the power units. This latter method is desirable if the two hot-wire 
probes must operate at two different points in the flow where the mean 
velocities, and therefore time constants, are widely different. 


The square-wave calibration of thermal lag requires a separate 
bridge arm. The temperature (resistance) fluctuations can be obtained 
from a balanced bridge even in the presence of an alternating-current 
component in the bridge current. Unfortunately the decade resistors 
used in the calibrated bridge arm (Ko-12) do not have good high-frequency 


response; therefore the potential for the square-wave tests is taken 
from the uncalibrated bridge arm (from point S). Potentiometers K5 and Kg 


are carbon potentiometers. If,the voltage from the wire alone is used, 
this signal contains an undesired square-wave contribution that gives 
"spikes" when compensated (differentiation), so the bridge arrangement 
is absolutely necessary. Special chokes Lj, Lo, and L3 protect the 


galvanometer from the square-wave component of the heating current, and 
the heating-current measurement by the direct-current potentiometer is 
also suspended during the square-wave test. 


Compensating Amplifiers 
The compensating amplifier is the most critical part of the hot-wire 
equipment. An unconventional layout is necessary because of two extreme 
requirements. First, the level of the input signals is extremely low; 
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therefore the question of thermal noise becomes of very great importance. 
Second, the electronic compersation of the thermal lag of the hot-wire 
requires a special frequency-response characteristic that can be adjusted 
with high accuracy according to. time-constant values. These features 
naturally can be obtained only by additional gain and extended-frequency 
band width. l 


The operating-freguency range is 2 to 80,000 cycles per second; 
therefore large interstage coupling condensers are needed for good low- 
frequency response which then necessitates special disposition and 
mounting features to avoid parasitic capacitances to ground and loss of 
gain at higher frequencies. 


The hot-wire is a low-impedance source (2-20 ohms); therefore the 
thermal noise originates primarily from the first amplifier stage. The 
use of transformer coupling in order to improve signal-to-noise ratio 
could not be extended to both lower and upper ends of the frequency band. 
Another method for improving impedance matching between source and 
amplifier is the use of high-impedance metal-coated quartz fibers as hot- 
wires. No successful results have yet been ۰ 


The thermal noise is lower for triodes than for pentodes and the 
equivalent noise-generating resistance decreases inversely proportional 
to the transconductance of the tube. This led to the choice of 6Jh tubes 
in the first stage. Since the high transconductance always involves 
close cathode-grid spacing, these tubes are rather microphonic. This 
fact promoted the need for the special antimicrophonic suspension used 
for the first stage. 


The thermal lag of the wire produces an attenuation and a phase 
Shift. The frequency response of the wire with complex notation follows: 


(30) 


- 


Here e, is proportional to the velocity (or temperature) fluctuation 

and e is the actual distorted voltege output of the wire. The compensa- 
tion therefore must have & complex frequency response 1 + OnifM. This 
means that the compensating circuit also has á characteristic time constant 
and the amplification becomes simply proportional to the frequency if the 
frequency is large (2nfM << 1). Such circuits with a time constant can be 
obtained in many ways; therefore the compensation systems are numerou&. 

The several types that have been adopted are shown in figure 17. These 
are described briefly-es follows: 


r 
4 
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.^ (a) Inductance-resistance compensation (fig. 17(s)). This is the 
earliest type of compensation (reference 6) where L/R =m with the ° 
additional requirement Ry >> R. The large value of L necessitates 
the use of a large inductance choke. Frequency limitation is mainly due 
to the resonant frequency of the choke. The time constant is controlled 
by R which in turn alters the amplification. 


(b) Capacitance-resistance compensation (fig. 17(b)). This is the 
most commonly used type. Compensation is controlled by the variable 
condenser C. Requirements are M=RC and Ro >> R. The main dis- 
advantage is that C-is floating above ground potential. The advantage 
compared with type (a) is that the amplification does not change with 
compensation setting. 


(c) Transformer compensation (reference 8 and fig. 17(c)). The 
transformer adds a differentiated signal sufficient to restore the loss 
of signal from the wire. The advantage is no loss of gain. The dis- 
advantage is the magnetic pickup and resonance of the transformer. 


(d) Negative feedback resistance-capacitance compensation (refer- 


ence 9 and fig. l7(d)). The equivalent circuit is identical with type (b) 
but has the advantage of being a low-impedance circuit. The condenser is 


grounded on one side (or clese to ground in a push-pull circuit). The 
time constant M = RC, and the gain is R/R.. The total range of com- 


pensation is 1 + g,R, where gg is the transconductance of the tube. 


The ceiling-to-floor ratio can be made 20 to 30 without making the minimum 


gain of the stage less than unity. 


^ 


(fig. 17(e)). The feedback ratio is increased by 


HRs 
++ RFR 


where y ‘is the amplification of the second stage. The total feedback 
ratio can be boosted to a value between 200 and 300, compared with 20 to 
30 for type (d) and the minimum gain across the two Ee is still ' 
approximately 10. 


There is also an entirely different approach to the compeusation 


problem, namely, the constant-temperature feedback system shown schemati- 


(e) An improved form of type (d) developed for the present equipment 


cally in figure 18. The hot-wire is placed in a bridge and the unbalance : 


voltage is amplified and fed back to the bridge to suppress the tempera- 
ture changes of the wire. The system is discussed in detail in refer- 
ences 10 and ll. i 
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For the present equipment, type (e) compensation was developed 
incorporating the advantages of types (b) and (d) but not having all of 
their shortcomings. The ideal compensation would require ever-increasing 
response proportional to frequency (st high frequencies). Since there 


. is no amplifier which has an unlimited increase. in gain with frequency 


rise, the compensation has an ultimate limit. The workirg range of 
compensation can easily be represented by the ratio between basic ampli- 
fication ("floor") and the maximum amplification of the compensating 
circuit ("ceiling"). The transition curve between the two levels gives 
the compensation characteristic (see fig. 19). By a suitable choice of 
circuitry & great part of this "volume" can be used for useful compensa- 
tion. The ratio between floor (O-frequency) (ín fig. 19 shown as 
"uncompensated") and ceiling (»-frequency) amplification depends on the 
circuit constants. In circuit (b) it is simply R/Ro ard in circuits  ) 
and (e) it is identicel to the feedback ratio K. In the case of 

circuit (d) the floor-ceiling ratio is not more than 20:30. This type 
of circuit is therefore suitable only for small amounts of compensation. 
In the present circuit (type (e)) the factor chosen was 250. This gives 
a satisfactory compensation up to a ratio of 100 27۶6 = 100). Figure 19 


shows how the ideal (dashed line) and real (full line) compensation 
characteristics Compare. 


Using the usual resistance-capacitance input couplirg, the noise is 
mainly generated in the first stage- of the amplifier, anc consists mostly 
of tube thermal noise. The equivalent noise-generating resistence is of 
the order of 300 to 1000 ohms. If the frequency response of the emplifier 
were flat, the noise would increase only proportional to the squere root 
of the band width. The time-constant compensation means additional 
amplification at high frequencies and the white noise is amplified too. 
The result is a great increase of noise, and the noise voltage increases 
proportional to the 3/2 power of the band width and proportional to the 
time constant M. Figure 20 shows the theoretical noise level (voltage) 
of a compensated hot-wire amplifier compared with a flat-frequency- 
response amplifier with a band width of 10,000 cycles per second. The 
noise root-mean-square amplitude of the latter is taken as unity. Every 


turbulent-energy spectrum measured has a maximum at a relatively low 


frequency, and the turbulence has an energy spectrum strongly decreasing 
with increasing frequency. This means that the signal suomerges into 
the noise at some frequency value.. 


The simplified circuit diagram of the amplifier is given in fig- 
ure 21. The amplifier consists of five stages. All stages are in a 
push-pull errangement to enable the handling of signals from ungrounded 
sources. The symmetry of the push-pull arrangement has additional 
benefits in stability and freedom from hum. The total erplification 
without compensation is approximately 10,000. The compersation adds 
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another factor of 250 making the total amplification at high frequencies 
a maximum of 2.5 X 10°, The breakdown of stages follows. First stage: 
Low-noise triode, approximate gain 20. Second stage: ` High-gatn pentode 
stage, amplification approximately 50. Third and fourth stages: Ampli- 
fication without compensation approximately 20, with compensation approxi- 
mately 5000. Fifth stage: Cathode follower, approximate gain 0.5. 


The maximum signal occurs in the fourth stage and overload occurs 
when the output signal is of the order of 20 volts. The gain control is 
between the first and second stages. It is a constant-impedance, double T, 
ledder-type attenuator with 17 steps having the voltage ratio 1:Y2. This 
is convenient since it gives a double amplitude in the output of a square 
detector on the next higher step. The low-pass filters consist of three 
stages of "pi" type low-capacitance filters matched to a 3000-chm resistor 
to ground symmetrical load. The output is sufficient to drive a high- 
impedance thermocouple circuit for all except the lowest-level turbulence 
measurements. The proper functioning of the individual stages is moni- 
tored by small meters on the front panel. The tubes are all heated with 
direct current and the plate supply is a conventional regulatec power 
supply (300 volts, 100 ma) with additional filtering incorporeted in the 
compensating-amplifier unit. Stability of the amplifier was substantially 
improved by using small series resistors in all grid circuits. Slow 
oscillations (motorboating) were eliminated by a low-frequency negative 
feedback, operating between the second and fourth. stages, by simply con- 
necting the screens. The low noise required the use of high trensconduct- 
ance tubes in the first stage but these increased the micropho=":2 pickup. 
A special antimicrophonic suspension was developed for the first stage 
and figure 22 shows it in various stages of assembly. The fro-3-panel 
view 1s shown in figure 23. The top view (fig. 24) shows the location 
of stages. The first and second stages are in a common compartment with 
the gain control. The tnird and fourth stages are also in a common com- 
partment, and only the insensitive cathode follower is unshielced. 


The noise level of the amplifier naturally depends on the frequency 
band width (filter) and time constant selected. Figure 25 shows the 
noise level, determined from the operation of the compensated amplifier 
with varying time constant M, and filter settings, designated from A 
to E. The noise level is defined by the root-mean-square volteze fed to 
the input that produces a root-mean-square output voltage withcut com- 
pensation equal to that produced by the thermal noise with compensation 
in the absence of an input signal. 


The problem of freguency-response characteristic adjustme-t of the 
amplifier near the upper frequency limit is a matter for compromise. The 
upper frequency limit affects the noise level and if only the root-mean- 
square value of turbulent fluctuations were measured, the ideel frequency 
response would be uniform up to a given frequency limit, then very sharply 
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that is, a faithful response of wave shape is required, then a more 
"gentle" falling off at high frequencies would be more advantageous. 

The frequency response may be adjusted by "trimming" the circuit. The 
frequency response of the amplifier with the highest cut-off filter E 
(see fig. 25) in the circuit is shown by figure 26. The illustrated 
response cúrve represents a compromise of these two contradictory require- 
ments. The amplifier with no low-pass filter has a uniform response 
approximately up to 160 kilocycles and then falls of? gradually. The 
response is within 5 percent from 2 to 40,000 cycles per second and>has 
a loss of 20 percent at 70,000 cycles per second. The compensation 
characteristics for an assumed ideal amplifier are shown in figure 19. 
The actual compensation characteristics may be obtained by superposition 
of figures 19 and ۰ 


The response of the compensated amplifier may be accurately deter- 
mined by the method of square waves. A circuit arranged for this pur- 
pose is shown in figure 27. Square-wave pulses are fed into a "dummy 
hot-wire” made up of a decade capacitor and resistance so as to have a 
time constant in milliseconds equal to the capacitance in microfarads 
(Shunt resistance = 1000 ohms) and & frequency response identical to a 
real hot-wire with the same time constant. The frequency characteristics 
at the output of the amplifier are then determined oy the wave form 
appearing on the screen of the cathode-ray oscilloscope. The square- 
wave input signal distorted to simulate the behavior of the hot-wire 8 
known to be properly compensated when the output signal is restored to 
its original form. The screen was photographed during & variety of tests 
and some of the photographs have been reproduced in figures 28 to 3h. 


Figure 28 shows how much a square-wave signal of 5000 cycles per 
second is attenuated by a hot-wire having a time constant of 0.4 mil- 
lisecord and how the greatly reduced and distorted signal can be restored 
by compensation. This shows how much information would be lost without 
compensation. Figure 29 shows the patterns obtained by varying the com- 
pensation setting. Figures 30 and 31 show the response of the compensated 
amplifier to square-wave frequencies from 200 to 50,000 cycles per second. 
The progressive departure from square-wave form shows the continual 
elimination of higher harmonics. A symmetrical square wave has only odd 
Fourier components with amplitudes decreasing inversely pror »rtional to 
their frequency. If only the fundamental frequency passes vhrough the 
amplifier, the third harmonic is already out of the range. This condi- 
tion probably has been reached for the 35,000-cycle-rer-second square 
wave and definitely has been reached for 50,000 cycles per second because 
of the near sinusoidal form at the output. This indicates that full cut- 
ofi lies between 105,000 and 150,000 cycles per second. On the other 
hand, the contribution of the third harmonic is clearly visible in the 1 
20,000-cycle-per-second trace, indicating an appreciable response ‘at 
60,000 cycles per second. The 15,000-cycle-per-secord signal has an . 
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additional contribution from the fifth harmonic. Since higher and 
higher harmonics come through as the signal frequency decreases, the 
wave shape becomes more and. more EEE: 


As may be observed from figure 19, the effect of compensation iso 
deteriorates with increased hot-wire time constent. Figure 32 shows the 
square-wave response if the time constant is increased to l millisecond. 
In this case a low-pass filter was used in order to cut down the noise 
from a high-frequency domain where no signal is expected. The rounding 
off of square waves with various filters is shown in figure 33. 


The method of square waves is very sensitive for compensation setting, 
especially when the square waves overlap. Figure 3% demonstrates the 
sensitivity of this method. The slight difference tetween the upper and 
lower side of the tri e is due to a slight nonlinearity of the scope used. 


With a square-wave input and proper compensation for 0.4 millisecond, 
the rise time of the output wave is approximately 8 microseconds. The 
rise time here is defined as the time required for the output voltage to 
rise from 10 to 90 percent of its final value when a discontinuous tran- 
sient (step-function) voltage is applied to the input. The same defini- 
tion would give a rising time of 880 microseconds for the uncompensated 
wave, so the improvement is of the order of 00 depending slightly on 
the definition, 


Service Unit 


1۶ the correlation between two signals is measured by the ratiometer 
method as described in the section entitled "General Design Considerations," 
the two outputs from the compensating. amplifier must be combined to form | 
the sum and the difference of the two signals. The compensating ampli- 
fiers are provided with gain control only in steps; therefore additional | 
continuous amplitude controls are necessary in the service unit. The 
equality of the root-mean-square level of the two signals necessitates | 
the incorporation of a thermocouple meter. 

i 


During the development it was firat thought that it would be pos- l 
sible to perform these operations in the calibration unit, but this did | 
not prove to be practicable. The service unit has two important parts. 18 
One is the circuit to handle the two output signals obtained from the ۱ 
compensated amplifiers (equalizing, metering, forming the sum and dif- 1 
ference); the other is & group of metering circuits io monitor the plate ۱ 
and filament supply of the two compensating emplifiers. The circuit | 
diagram is shown in figure 35. The special adding-and-subtracting circuit 
is given in figure 36. 
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If & ring of eight identical resistors is fed by two independent 
alternating-current signals at diametrically opposite points, pairs of 
" l resistors will connect each pair of feeding points. The midpoint of 
these pairs of resistors gives the arithmetic mean of the potentials; 
therefore one pair of diametrical tap points gives the half sum, and 
the other, the half difference, of the two input voltages. 


For calibration purposes it is desirable to feed identical signals 
to the two systems. This can be achieved by closing the "I - II" switch 
(fig. 35). l 


The compensating amplifier must be terminated by a 3000-ohm load 
resistor to ground on each side. This resistor is not incorporated in 
the amplifier unit. The equalizing and metering circuit provides a 
load of approximately 3000 ohms on the compensating amplifier outputs. 
The front panel is shown in figure 36. 


۱ direct-current output from the square detector than is available from 
thermocouples. A higher-power square detector and also a higher-output 
amplifier have a number of other possible applications (e.g., recording 

n of output level). 


The signal level emerging from the compensating amplifier 18 of 
the order of 1 volt except under rather special circumstances, for 
example, taking low-frequency measurements without thermal-lag compensa- 
tion or making use of the low noise level (3 to ¥ microvolts). In this 
case the output may be as low as 50 to 100 millivolts. The circuit 


f 
Power Unit 
The ratiometer method of measuring correlation requires higher 
| 
0 
| 


diagram is shown in figure 38. The power unit also incorporates two 
differentiating circuits that can be cascaded to provide second deriva- 
tives with respect to time. Depending on the frequency range, the time: 
constant of the differentiation circuit can be varied by changing the 
capacitor. An attenuator with steps and 1:Y2 ratio controls the gain 
and a continuous gain control is provided to adjust levels of relative 
amplification in the two channels (two power units). After two stages 
of voltage amplification a high-power push-pull stage raises the signal 
to the 30- to hO-volt level across a rather low impedance (4000 ohms ` 
cathode to cathode). This power is available as an output for any meter 
or equipment requiring high alternating-current power. 


The square detector is a separate circuit within the power unit. 
Figure 39 shows the square-law detector circuit. The circuit uses the 
۱ "biased-diode" method that can be adjusted to any monotonic functional 
relationship between voltage and current. The circuit consists of pairs 
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of rectifiers with series resistors acting as full-wave rectifiers. The 
bias voltage prevents the rectifiers from conducting before the signal 
overcomes the bias voltage. Thus with increasing instantaneous voltage 
more and more stages of rectifiers pairs are conducting. The curve of 
rectified current against input voltage is controlled by the series 
resistors. 


The computation of the circuit can be simplified by assuming 
continuously distributed rectifying elements and series resistors. If 
the voltage drop across the meter can be neglected, identical series 
resistors would produce an exact square law. In the general case the 
voltage drop across the meter must be subtracted from the input voltage. 
The following quantities are defined: 


e input voltage 

I output current 

Rn meter resistance 

e! input voltage to diode circuit (e - IRp) ۱ 

Re! ۱ value of the resistor in stage that Just starts conducting at 
voltage e' : 

AV bias voltage step between stages. 


Assuming continuous distribution it can be shown that 


aT -l نے‎ 
(der)? GARS e 


By choosing the resistors on the basis of this approximate theory the 
square law established itself remarkably well. 


The square-law circuit responds instantuneously within the limita- 
tions of capacity effects in the diodes. If the output voltage is 
plotted against the input voltage (sine-waves input), the resulting 
Lissajous figure on the cathode-ray oscilloscope is a parabola. Fig- 
ure 40 shows a series of such parabolas at varying amplitude levels. 

At low levels the steps are clearly seen, but at higher levels the 
parabola is practically continuous. The variation of square response 
with frequency is shown in figure 41. The increasing phase lag produces 
an o-shaped pattern when the phase lag becomes 90°. The quantitative 
response of the squaring circuit is given in figure 41, showing that the 
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performance is not inferior to a thermocouple, but produces a sub- 
stantially higher direct-current output. The front panel arrangement 
is shown in figure 43. The bottom view showing the wiring and the 
separate layout of the square detector is given in figure lh. 


Calibration Unit 


The control unit and compensating amplifier have been made in two 
identical units to provide for two identical channels. The functions 
that are not needed in duplicate and involve the low signal levels of 
the amplifier input are integrated into a calibration unit. 


The circuit diagram is given in figure 45 and the front panel is 
shown in figure 46. There are two independent circuits. One is a 
calibrating-test E supply and the other a direct-current 
potentiometer. 


The calibrating-test voltage is obtained from an external generator 
(sine-wave, square-wave, or random-noise). A thermocouple root-mean- 
square meter (O- to 3-ma range) measures the current through the cali- 
brated resistors. A shurt can change the range by a factor of 10. The 
potential across accurate resistors can give continuous range of test 
voltages from 300 microvolts to 90 millivolts at any wave form. ۸ 
"dummy hot-wire" (essentially the same as in fig. 27) is incorporated 
giving & fixed time constant of 0.5 millisecond. 


Auxiliary Equipment 
The auxiliary equipment employed is shown dotted in figure 9. 


Power supplies.- The compensating ampliiiers are supplied with the 
appropriate forma of power which are controlled and metered. 


Oscilloscope.- An oscilloscope is used to monitor the output signal. 
The faithful response of the oscilloscope is important in square-wave 
calibration. 


ee It was given in the section entitled "General Design‏ و 
Considerations” that the ratio of the output currents supplied by the‏ 
power units can be made a unique function of the correlation coefficient.‏ 
The ratiometer used was made by the Sensitive Research Co. The power‏ 
required to operate this instrument is a 0.5-milliampere direct current‏ 
across a 1500-ohm resistor, which would produce a 750-millivolt potential‏ 
drop. The power unit has this capability available. whereas the thermo-‏ 


couples installed in the service unit are 009 of suppiying this 
amount of power. 
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Wave andlyzer.- A narrow-band-width wave analyzer is used to 
measure the power contribution to the total signal by the different 
frequency bands. The commercially available equipment is designed 
primarily to isolate discrete spectral lines and is calibrated 
&ccordingly. Some modifications, such as the use of a square detector 
for output meter, are necessary to measure the proper quantities. 


SAMPLE MEASUREMENTS 


A few sample experimental results are submitted. This has been 
done not so much for the information contained but to demonstrste the 


soundness in design principle of the equipment by its performance in 
the manner expected. 


. Time Record of Hot-Wire Output in a Shock Tube 


When a treveling shock wave passes by a point in a shock tube, the 
density and absolute temperature increase discontinuously and the veloc- 
ity rises abruptly from zero to a finite value. If a hot-wire probe is 
inserted into the shock tube, e trensient change occurs in the flow 
conditions during & period that is extremely short compared with the 
response time of the wire and accompanying apparatus. In accordance 
with the theory, the uncompensated wave shape shoulá still be exponential, 
even though the simple linearized thermal-lag equation is not applicable. 
Figure 47 shows an uncompensated and a compensated record together with 
a 5000-cycle-per-second sine wave. The records prove that with compensa- 
tion high fidelity has been achieved. Oscillograph records obtained at 
a higher writing speed more completely resolve the details of the tran- 
Slent response performance, and in the presence of a timing signal, the 
rise time can be estimated. Figure 48 shows three traces illustrating 
the transient response of the wire to & step function in flow condi- 
tions (A) and in heating current (B). The rise time measured is of the 
order of 10 to 15 microseconds. This work was carried out in the 
Department of Aeronautics at The Johns Hopkins University. 


Mass-Flow and Stagnation-Temperature Fluctuations 
in a Supersonic Tunnel | 
A 0.00015-inch-diameter tungsten wire of approximately 0.080-inch 
length was used in this investigation. The sensitivity of the wire is 


given in figure 8. The instantaneous voltage fluctuation across the 
wire is given in equation (15). The mean-square- voltage fluctuation 
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If the correlation between mass-flow fluctuations and stagnation- 
temperature fluctuation is complete (RaT = i1), the plot of 
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T ma 


must be a linear one. The intersection at 


equals To’ and the slope is m' for Rm = -l or -m' for Rom = 1. 


A tungsten wire 0.00015 inch in diameter and approximately 0.08 inch 
long was exposed to an air stream with M = 1.73 and a supply pressure 
of 40 centimeters of mercury. The sensitivity for mass-flow fluctua- 
tions varied by 1 to 10 millivolts per percent and the sensitivity ror 
stagnation-temperature fluctuation varies by 3 to 10 millivolts per 
percent corresponding to 1 millivolt to 3 millivolts per °C. The ratio 
of sensitivities varies by a factor of 1 to 15 in the useful range. 
Figure وبا‎ shows a plot of the separation of mass-flow and temperature 
fluctuations obtained in the Aberdeen Bomb Tunnel when the turbulence 
was artificially increased in the settling chamber. The graph suggests 


, strongly that Ryp = -l in this case. ۱ E 
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: An oscillographic record taken during the same experiment 18 
chown in figure 50. Note the high-frequency content of the hot-wire 
output. This is not the random noise produced by the eguipment since 
the signal-to-noise ratio was approximately 30:1 (in power). A sample 
of the energy spectrum measured in the supersonic flow stream for a 
limited range of frequencies is shown in figure 51. The noise readings 
were taken with the heating current of the wire cut off. The substan- 
tial margin between signal and noise is encouraging. Unfortunately, 
no equipment was available at the time to measure the energy spectrum 
of the signal beyond the 16-kilocycle frequency that was imposed by the 
operating range of the wave. analyzer. 


Turbulence Spectrum in Low-Speed Flow 


The performance of the turbulence-measuring equipment described 
in this report seems to be superior to previously reported instruments 
at both high and low speeds. Figure 52 shows an energy-spectrum measure- 
ment in & turbulent boundary layer. The noise and the turbulent-velocity 
fluctuation are both random functions. The energy spectrum of the signal 
decreases with rising frequency. The spectrum of the amplifier noise is 
flat without compensation but it rises with frequency when compensated. 


The noise readings are indicated at the two highest frequencies 
where they are still substantially lower than the signal (points close 
to horizontal axis). At lower frequencies the noise spectrum is practi- 
cally undetectable. 


National Bureau of Standards 
Washington, D. C., December 13, 1951 
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Figure 1.- Resolution length of hot-wire anemometer at various speeds. 


U = constant . 


I = consiani 


SS 


D 
N 0 


Figure 2.- Hot-wire in thermal equilibrium. 
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Figure 3.- Nondimensional hot 


-wire sensitivity in low-speed flow. 
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Figure 5.- Frequency response of uncompensated hot-wire. 
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Figure T.- Heat loss of wire at 00 ٤ speeds. Re = 
standard deviation of Nug is 0.098. 
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Figure 8.- Variation of fluctuation sensitivities with wire temperature 
in supersonic flow. Tungsten wire with 0.0015-inch diameter was used. 
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Figure 15.- Heating-current control and square-wave feeding system. 
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Theoretical noise level of compensating amplifiers as compared 
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Figure 21.- Basic circuit of compensating amplifier, 
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Figure 23.- Compensating amplifier, front view. 


+ 


4 > 
میں 
۳ 
+ 


br On 


ےج 
سے ~- 
a‏ 


mün 
LI 


: ee, ee TN E $ - 一 E 
٣ * i 7 : ۰ * 1 * " ^ 
` ۳ ۰ ۰ D : z 
Powcr او‎ 
ly d ۱ ns id 
supply . ۱ T 
filcos N aa M 
DE Ouin 727 l 总 
L rn مہ‎ ， i 


- 
سے 


NETT 


"n 
PR 
as e s 
E 7 > Š 
ررچسنٹرہ‎ d سے‎ 
L] 


- 
=“ a 
< 
۰ 
LI ^2 
MERC. 


- 
Tur pe | 


2nd stage .ت‎ 


~ 
E 
5 
Pa 
to 


, x 
5 à «t 
Y ۱ 1 "la ` 
; e : T 
نو متام‎ laada ` DEREN 
i , y y + 2 
y * | ` 
"tc^ ^ pn ۱ 
۱ 1 t 4 t 5 [| ۰ 
1 7 


A ~ 
۳ d 4. - pis 
* ہت‎ Y» jt 


A 

ے اح LA Aa‏ ي . 

Lo. aim lum مے ہے‎ LAT سسس‎ 

eX 
e. EF 

= ۱ ۱ ۴ ۱ 
می‎ UNS 
a 1 

+ 
一 - a 

~= > + 

TA E‏ سس تٰ٭ ے ھ 
1 
-a‏ 


1- 


» L 
^ «= | 1 pm 
( ٦ T 
م م‎ "a.u, BEL i 
نا‎ ۱ " , 0 
AA ^" * > آرا و‎ 1 


A 


- 
"wc 


th 
oo 


EAS 
ری‎ O 


* D 
F 
t 
7 "n `. ۰ 
a g^ i A اد‎ 
E 


T€ 


». 


mem oa 


a. ds. 
+ " 

^4 sot EE! 
LI E 
یڈ‎ T T 


۹ 
L t an 7 
e. + 
' ' » 
4 " e t 7 5 
۲ ! 2064 or M ۲ eut 
3 ۱ at ۶ A - i 
‘ ۱ ہو‎ 
^ 7 7 
~- سا‎ Ml g ۱ ۱ 
i B (O4 


: 1 
. 1 1 
۷ 2 mo gts ی‎ e P? ۳ مد ہمہ د‎ AA سد حم م‎ sa tol ae ` y t, 4 ار‎ ۱ 
4 


E Ry * p 
Lon 2 l ` + 1 4 at ۱ ۱ : m 5 ۲ 
۰ f ۱ ٩ T d 
e "od 1 bs i ï ' Cow ۰ y ۳ T 
, 1 a r ۰ 
ا ھا‎ : Pic Er 3 [E ` ^ y? 3 
| ' " " n" ` " اھ‎ r 1 A . : d ` ۲ ۲ E . 5 
t dl DTU prb کو جو زا وی‎ ۱ - i , 
۱ ۲ Vea ti bs . ` è ۱ ۰ ' h : : ۲ : 4 
ay , . an r’ ` ٠ -* ۳ وت‎ = ^ t ro, E 1 
i z taa. Y 4 ۰ La م‎ ۶ ۱ ۰ h 
^ "n 1 1 vo à a 
4 E fl ‘ ۱ ۳ ta = 
. ， ۰ 7 BS E ۸ 


l MIT ld, ور‎ ， du i ۱ ۱ ۲ E ; 
۱ ۱ 200 bm لے سا ری سا لی‎ o eel ٠ 
۹ e +. t ۰ 


- 
— 
"a 


NACA TN 2839 


O O O 
O O 0 
لہ‎ 


ATÎ 713۸31 ٤۷ 


LAANI 


Figure 25.- Noise level of compensating amplifier. 


-*o* اع رجو‎ M wp ۔‎ 


—— 


سد 一 a‏ = ما ama‏ ہے 
“ 


— ——À— سے‎ m 


一‏ چم 


ee e erp ae ee + 


— ~= as. ~ = Due UT 5 -— سے‎ — 
二 ۳ eme age یں‎ SA سے سے‎ A سج رت جح‎ 
- inde = liste q — — یہ‎ AP 
= pert ie سے س سے س س ےم ہی‎ ee n 
۳ LJ -— apt; ——_ — M —À 
کے‎ te 一 -一 - ~ 一 一 xni شش حسم سے — قاتا‎ MÀ c HÀ M — اي‎ 
c EA 20 — e —— HÀ A —— À سس‎ = 
سمت س‎ 
— —— —r Án ———Ü 
———M ) بت‎ -vr c 
سے — = سے ہے‎ — € zi 
* 
- = سے‎ a 
一 j 4 ہو‎ e Ma fo eo — اہ سے پو سد ری ہہ و‎ € "E^ 5 
` am سے‎ a. fo E 一 
LÀ ۰ 
4 E m ' j £ r 
` E “a, 4 " 5 ۰ P. 
x = سمه‎ 
+ e begs a اھ‎ ~i n e 
+» 
' ۳ 
i 4 - ` 3 © 
1 - 
1 1 
: a 1 
۴ ۱ * 
ER ۱ 
m 7 
: b 
ا‎ " 
| 
Ñ 1 
i 
۱ i , t r 
| ~ 
! ٦ > A 


MM a وى‎ n لی‎ - 
^. 
E 
ec 905 i ہہ‎ oa ےحےہ‎ A M ل مسبت شد رہ‎ rl ec. _ 


Ld 


+ 


w a 


-r a 


一‏ س A‏ ۔ 
一 Ss =‏ 


aey سف‎ 一 


ہس اپ بت —————À————‏ 
Y A‏ — یی 2 ف a‏ عوسی لے 


ہے 


44 
Y 


Relative amplification 


ha 


1 
كت 


6۶82 Ni 1 - 


2 5  .10 20 30 ۱00 200 500. !0 2 5 10 £ 5 108 . 


۱ ۔‎ f cps 


Figure 26.- Frequency response of amplifier, 
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Figure 31.- Response of compensation to very high frequency square waves. 
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Figure 32,- Compensated output at various square-wavé frequencies. 
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Figure 33.- Compensated output with different cut-off filters. 
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Figure 35,- Service-unit circuit, 
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Figure 36.- Sum-difference circuit, 
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Figure 37.- Service unit. 
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Figure 30.- Basic circuit diagram of power unit. 
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Figure 40,- Amplitude response of square-law circuit. Amplification 
readjusted for each oscillograph. Frequency, 100 cycles per second, 
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| Figure 44,- Power unit, bottom view. 
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Figure 45.- Calibration-unit circuit diagram, 
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Figure 46,- Calibration unit, front view, 
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Figure 47.- Hot-wire response to traveling shock wave. Compensated A 
and uncompensated B record from shock wave. Wollaston wire 1 
0.0001-inch diameter; heating current, 21.42 milliamperes; av = 0.47; 


time constant, 0.225 x 10-3 second; calibrating sine wave, 5 kilocycles, 
(5-millivolt root-mean-square value, 
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Figure 48,- Ultimate resolution of hot-wire method. A, shock-wave record - 
compensated; B, lO-kilocycle square-wave record - compensated; C, no 

Signal; D, sine wave, 50-kilocycle, 75 millivolt root-mean-square value 

Shock-wave indication rises sharply, then becomes less steep probably 

because shock reflection from wedge-shaped holder becomes significant 

Ry = 33.3 obms; I = 13.56 milliamperes ; time constant M = 0.205 millisecond. 
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Figure 49,- Graphical separation of mass-flow and temperature fluctuations, mE GQ 
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Figure 50.- Hot-wire record in supersonic wind tunnel, Tungsten wire, 


0.00015-1nch diameter, 0.08 inch long; pressure at qp ۶ tempera- 
ture, 40 centimeters of mercury; Tg = 16? c (289% K); M = 1.73; current, 


46 2 milliamperes; T, = 1019 C (374° K); R, = 13.4 ohms; time constant,, 
0, r2 milliseconds, 
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Figure 51.- Energy spectrum of fluctuations in supersonic flow. 
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Figure 52.- Energy spectrum of turbulent v locity fluctuati in 1 
! elo uctuations OW- 
speed boundary layer.  Free-stream velocity U, = 50 feet per second: 
' 3 


boundary-layer thickness 5 = 3 inches; distance of probe from surface 
y = 0.15 inch; local m an velocity UN - 0.63; turbulence level in 


? 
terms of free-stream mean velocity d = 0.018, - 
Uo 
۱ ۱ NACA-Langley - 1-20-85 ~ 1000 
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